Determination of halide ions by cathodic stripping analysis.
The determination of halide ions in aqueous solution by cathodic stripping analysis is discussed. It is shown that a linear response is obtained over the concentration range 2 x 10(-5)-10(-3)M for solutions containing only a single halide and that mixtures of halides can usually be analysed. Other interferences are also considered.